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Accurate adjustment and individualized brace design
may warrant the optimal brace manufacturing that fit
the patient’s body surface. Computerized methods may
improve bracing treatment.
Material and methods
Computer Aided Design and Manufacturing in bracing is
based on the introduction of appropriate data to the com-
puter using anthropometry. The best data can be delivered
by precise 3D surface topography supplemented with X-
ray and other necessary radiographic modalities. The sur-
face topography scanning used for this study is based on
structured light projection. Scanning the surface of the
patient’s body is carried out using the multi-directional
laboratory scanning system, located at the Baby Jesus Clin-
ical Hospital. The scanning system consists of four uni-
directional systems. Each system is calibrated in a com-
mon coordinate system and a PC computing unit. Each
unit includes a digital camera, multimedia projector and
independent PC operating for the projection and record-
ing of images (raster images and binary sinusoidal modula-
tion of brightness). Raster images are recorded by the
camera and processed by the scanner’s software. It allows
extracting the 3D shape of the patient’s image of the torso
surface. The total time of image acquisition is approxi-
mately 1.5 seconds. It can be further modified by the
orthotist. The positive, foam torso model can be manufac-
tured upon approval and acceptance.
The measurement data are obtained in the form of a
point cloud further converted into a 3D model in STL
format for further manufacture the orthosis. Point cloud
accuracy is as high as less than 0.5 mm. The methodol-
ogy is described based on the real AIS case.
Results and conclusion
The case of 12 years old AIS female patient was docu-
mented while elaboration the 3D scan and manufactur-
ing of the brace based on STL file derived from 3D
point cloud. Presented approach shows the implementa-
tion of the 3D surface topography scanning and its
opportunity to transform it easy into a brace design sui-
table for TLSO brace manufacturing. Good fit and func-
tion today remains an important issue in brace
manufacturing. We believe that 3D 360 degrees surface
scan may significantly improve the accuracy of indivi-
dual brace production.
Consent
Written informed consent was obtained from the par-
ents/legal guardian of the patient for publication of this
Case report. A copy of the written consent is available
for review by the Editor of this journal.
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